
M/s. Citizen Industries
M/s. Saksham 

Technologies Pvt Ltd

M/s. P. Obul Reddy & 

Sons

M/s. Kewaunee Labway India 

Private Limited
M/s. Art Lab Equipments

1 2 3

1 Purchase Preference: (if applicable)

Micro and Small Enterprises (MSEs) NO (Medium) NO
YES

[Small]

2 The Annual Turnover should be at least Rs. 2 Crores and 

be profitable during each of the previous three financial 

years i.e. during 2018-19 to 2020-21 or 2019-20 to 2021-22. 

Audited financial Statements or Financial Statements 

showing turnover duly signed by a Chartered Accountant 

are to be submitted as per the

Annexure-V.

YES

[ 2021-22 - 75 Cr

2020-21 - 74 Cr

2019-20 - 55 Cr]

YES

[ 2021-22 - 265 Cr

2020-21 - 202 Cr

2019-20 - 155 Cr]

YES

[ 2021-22 - 29 Cr

2020-21 - 24 Cr

2019-20 - 24 Cr]

3 The bidder should be a Class-I/Class-II Local Supplier

meeting minimum 20% local content clause in line with the 

Public Procurement (Preference to Make in India) Order 

2017 No. P-45021/2/2017-PP (BE-II) dated 04Jun 2020. A 

Self-Declaration Certificate regarding“Class-I & Class-II 

Supplier”  is to be submitted.

Class 1 Local Supplier

[ > 80 %]

Class 1 Local Supplier

[ > 65 %]

Class 1 Local Supplier

[ 77 %]

4 Any bidder from a country which shares a land border with 

India will be eligible to bid in this Bid only if the bidder 

registered with the competent authority.  The concerned 

bidder(s) are required to attach the relevant valid 

Registration Certificate along with the bid for consideration.

NA NA NA

5 Bid security declaration

Yes Yes Yes

6 Intergity Pact Declaration

Yes Yes Yes

7 Payment Terms

Yes Yes Yes

Technical Recommendations [ As per Annexure -I]
Qualified Not Qualified Not Qualified Qualified Qualified

Techno Commercial Recommendations Qualified NA NA Qualified Qualified

Final Recommendations
Recommended Not Recommended Not Recommended Recommended Recommended

Prepared By

JA, Purchase

Technical Cum Techno Commericial Statement

Technically Disqualified

S.N Name of the document

Name of the Supply : Supply for Laboratory Furniture - II  ( Tender No: IITT/EU/2023-24/17 dated: 30-10-2023 )

Check list

Technically Disqualified



Citizen Industries Saksham Technologies Pvt Ltd P. OBUL REDDY & SONS Kewaunee Labway India Pvt Ltd ART LAB EQUIPMENTS

1 2 3 4 5

Complied/Not complied with 

remarks

Complied/Not complied with 

remarks

Complied/Not complied with 

remarks

Complied/Not complied with 

remarks

Complied/Not complied with 

remarks

Technical Specifications: 

6 feet Fume hood Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

Laminated safety sash glass with 

combination sash
Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

Granite worktop Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

Acid + Solvent Base Cabinet Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

4+4 Socket Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

1+1 Service port Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

1+1 Cup sinks Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

CHI-1, CHO-1, RW-1, CA-1, Ar-2, N2-2, 

VA-2
Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

Lattice assembly Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied

Airflow monitor VAV System(This has 

been changed to CAV).

Its has been changed to CAV. 

Yes, Complied.
Not quoted Yes, Complied. 

Its has been changed to CAV. 

Yes, Complied.

Its has been changed to CAV. 

Yes, Complied.

2
Fume hood with exhaust system 5 feet Fume hood Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

3
Fume hood with exhaust system 4 feet Fume hood Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

Cluster details as per tender Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

4

Island Tables with under storage 

cabinet & reagent shelves 
Type-1: 4570 mm (L) x 1770 mm (W) Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

5

Island Tables with under storage 

cabinet & reagent shelves
Type-2: 6550 mm (L) x 1530 mm (W) Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

6

Island Tables with under storage 

cabinet & reagent shelves
Type-3: 8535 mm (L) x 1800 mm (W) Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

7

Island Tables with under storage 

cabinet & reagent shelves

Type-4: 4572 mm (L) x 1520 mm (W) x 

914 mm (H)
Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

8
Bio-Safety cabinet

4 feet bio-safety cabinet with standard 

specifications
Yes, Complied. Complied Yes, Complied. Yes, Complied. Yes, Complied.

INDIAN INSTITUTE OF TECHNOLOGY TIRUPATI
Technical Evaluation Report

Tender 

Item No.

1

Fume hood with exhaust system

Technical Compliance Statement for the Chemistry laboratory furniture - 

II

INDIAN INSTITUTE OF TECHNOLOGY TIRUPATI

Tender No. IITT/EU/2023-24/17, Dated: 30-09-2023

CPP Tender No: IITT/EU/2023-24/17

Tender Title: Supply, Installation, Testing and Commissioning of Laboratory Furniture - II ( Fume Hood)

No of Bidders: 5 Nos

STAGE - 1 Evaluation Report

Annexure - I



9

Spot Extractor

A - 250 mm, B - 700 mm, C - 500 mm, 

D - 250mm. Length - 1500mm, 

Diameter - 75mm

Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

10 Ductless Fume hood 6 feet Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.
11 Ductless Fume hood 5 feet Yes, Complied. Not quoted Yes, Complied. Yes, Complied. Yes, Complied.

As per corrigendum, SEFA-3 is Not 

Required. 

As per corrigendum, SEFA-3 is Not 

Required. 

As per corrigendum, SEFA-3 is Not 

Required. 

As per corrigendum, SEFA-3 is Not 

Required. 

As per corrigendum, SEFA-3 is Not 

Required. 

Yes submitted, Hence Complied. Not Submitted Yes, Submitted. Hence Complied. Yes, Complied.

Yes, Complied (Page, 142-168) All 

test reports as per SEFA 8M is 

provided. 

Yes submitted, Hence Complied. Not Submitted Yes, Submitted. Hence Complied. Yes, Complied.

Yes, Complied (Page, 142-168) All 

test reports as per SEFA 8M is 

provided. 

FM Approved Certificate submitted. 

Yes, Complied.
Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

FM Approved Certificate submitted. 

Yes, Complied.

FM Approved Certificate submitted. 

Yes, Complied.

FM Approved Certificate submitted. 

Yes, Complied.
Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Complied.
FM Approved Certificate submitted. 

Yes, Complied.

The quoted model (Bio safety 

cabinet) and make are complied 

with this NSF/ANSI certification. 

Hence Complied.

Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Complied.
Not applicable since FM Certificate is 

Provided. Hence Complied. 

4.         NFPA 30 - National Fire Protection Association for flammable 

storage.

5.         NFPA 45- National Fire Protection Association for flammable 

storage.

6.         UL - Underwriters Laboratories.

1.         SEFA 3 – Scientific Equipment and Furniture Association for 

Work surface.

2.         SEFA 8M - Scientific Equipment and Furniture Association for 

Steel Caseworks.

3.         SEFA 8 - Scientific Equipment and Furniture Association.

The bidder should have valid below mentioned certification and the same should be supported with the technical Bid.



Complied as mentioned in the 

compliance statement. 
Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Complied. Yes, Complied. 

Complied as mentioned in the 

compliance statement. 
Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Complied. Yes, Complied. 

Yes submitted, Hence Complied. Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Submitted. Hence Complied. Yes, submitted, Hence Complied. 

The quoted model (Bio safety 

cabinet) and make are complied 

with this NSF/ANSI certification. 

Hence Complied.

Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Submitted. Hence Complied. 
Not applicable since FM Certificate is 

Provided. Hence Complied. 

Complied as mentioned in the 

compliance statement.  
Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Complied. Yes, Complied. 

The quoted model (Bio safety 

cabinet) and make are complied 

with this NSF/ANSI certification. 

Hence Complied.

Not Submitted 

NOT submitted. Did not mentioned 

any details of the bio-safety 

cabinet/Ductless fume hood which 

is manufactured as per the standard 

certification. Hence Not Complied. 

Yes, Complied.

Not applicable since FM Certificate is 

Provided. Hence Complied. 

Complied. Complied Yes, Complied. Yes, Complied. Yes, Complied. 

Complied. Complied

Mentioned 03 years onsite 

warranty for all items but not as per 

the tender warranty terms - one 

year warranty and 4 years of CAMC. 

Hence Not Complied. 

Yes, Complied. Yes, Complied. 

9.         FM – Flammable and Combustible liquids certificate for 

storage cabinets.

10.      NIH03 – 112C – National Institute of Health Specification. 

Required option of NSF/ANSI.

11.      ASHRAE Standard 110. 2016 or 1995R – Method of Testing 

Performance of Laboratory Fume Hoods. 

12.      BS EN 1363 – Fume hood Liner Fire Resistance Test 

Certificate for 60 minutes.

Spares and service availability: Minimum 5 Years should be provided.

Warranty: Minimum of 1 Years Warranty for the equipment 

8.         ASHRAE 110-2016 or 1995R.

7.         ASTM D522 - Bending Test or ASTM D3359-02 Paint 

Adhesion Test.



Complied. Complied
Not Mentioned in the tender 

document. Hence Not Complied. 
Yes, Complied. Yes, Complied. 

Complied. Incomplete
Not submitted as per the prescribed 

format.
Yes, Submitted. Hence Complied. Yes, Submitted. Hence Complied. 

OEM Not Applicable Authorized dealer OEM OEM

Submitted. Hence Complied. Not Complied Submitted. Complied. Submitted. Hence Complied. Yes Submitted. Hence Complied.

Yes, Complied. Yes, Complied. Yes, Complied. 

Technically Qualified.
Technically Not Qualifed due to 

incomplete tender document. 
Technically NOT Qualified. Technically Qualified. Technically Qualified.

As per the tender clause " Splitting 

of items is not allowed. Bidders 

should quote for all the items". 

Tender document is incomplete 

even after requesting to submit the 

clear response to all the queries 

sent through email dated - 

I certified that the qualification 

criteria and technical specifications 

were not unduly restrictive.

Name & Signature of the Indentor 

& committee members

If not qualified, please specify the detailed reasons for disqualification

Technical Compliance Statement: 

The bidder should be OEM or OEM authorized Dealers / Channel partners / 

Distributors of reputed brand having authorization for sales and after sales 

support. Valid OEM authorization letter is required to participate in this 

tender.

The Bidder should submit list of clientele to whom identical or similar 

furniture  have supplied during past five financial years i.e. during 2018-19 

to 2022-23 with their contact details along with documentary evidence such 

as Purchase Orders executed along with technical specifications, 

completion certificates from the client, etc. are to be submitted as per the 

Annexure-IV.

(On-going works will not be considered for the Technical evaluation )

At least in any one of the calendar years (2018-2022), the number of items 

supplied should be more than items mentioned in tender enquiry (Pl. submit 

the proof of supply of identical or similar furniture).

Complying with Delivery period : 16 weeks or earlier (Yes / No)

Technical Recommendations (Qualified / Not Qualified)

4 Years of CAMC
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